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STATEMENT OF STATE TOXICOLOGIST

In my role as the State Toxicologist and by my authority outlined
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WASHINGTON STATE PATROL
BREATH TEST SECTION

BREATH TEST PROGRAM POLICY AND PROCEDURE MANUAL

PURPOSE STATEMENT

This notebook should contain the most recent written policies and procedures followed by
personnel within the Breath Testing Program. Generally, these policies and procedures exceed
the requirements of the Washington Administrative Code (WAC 448-13) and reflect an attempt
to ensure the highest possible confidence in the Breath Testing Program.

These forms have been developed primarily by personnel within the Breath Test Program. In
some cases, the State Toxicologist has had input where appropriate. Some forms reflect the
language of appropriate court rules. All forms are subject to revision when appropriate to
improve the overall program. When a revision of imperative nature results, a Policy/Form
Revision Directive shall be issued to Breath Test Section personnel to update the manual. This
manual is intended to be published yearly and will include a revision section outlining
revisions from the previous year.

All records generated as a result of repairs, maintenance, or Quality Assurance of
Datamaster instruments used for evidential purposes shall be maintained according to the
protocols described in this manual. Program personnel are to follow all policies and
procedures whenever reasonably possible. Deviation may be justified under certain
circumstances where the manual does not provide specific guidance. This is designed to
provide program guidance and uniformity while still allowing for professional judgement.
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Washington State Patrol
Breath Test Section

Policy/Form Revision Directive

The following outline summarizes revisions made to the Breath Test Section Policy and Procedure Manual
effective May 3, 2002.

The following will list the location and a brief description of revisions made.

Location Description

1. Cover page Approval date revised.

2. Contents Revised to reflect changes.

3. Pages 2-4 Revised 3.E. on page 2 to allow for 20 minute maximum time

4. Page 6 A new repair form for Quality Assurance Simulators

5. Page 12 Simplifies the wording in part 6.a.

6. Pages 17-21 Form numbers changed to correspond to new forms

7. Page 19 Removed reference to keyboards in part 3.e.

8. Page 20 Added 7.c. regarding Affidavits for DOL

9. Page 22 Eliminated some portions that no longer applied

10.  Page 27 Revised I.B. to mention only the ethanol solution; Revised I.C. to clarify
where to attach simulator; Revised II.B. to clarify the distinctions between
the ethanol and water simulators

11. Page 31 Revised part N to allow use of any simulator containing 0.080 g/210L

12. Page 32 Revised O.1. to allow for the use of any simulator with 0.080 g/210L

13.  Page 37 Revised item 9 to clarify data to be entered; removed information about
where leaks might occur; eliminated reference to alcohol free breath
samples; changed form number on item 10

14.  Page 38 Included only relevant materials on items 1 and 4

15.  Page 39 New form number

16. Page 40 Form numbers are revised in part II; clarified part I1.G.

17. Page 41 Revised title and form number

18.  Page 42 A new form for Quality Assurance Simulators

19. Page 44 New form number

20.  All Pages Dates and page numbers changed on all pages even where

contents of the page did not change.
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Washington State Patrol
Breath Test Section

Policy/Form Revision Directive

The following outline summarizes revisions made to the Breath Test Section Policy and Procedure Manual
effective May 8, 2002.

The following will list the location and a brief description of revisions made.

Location Description
l. Cover page Approval date revised.
2. Contents Revised to reflect changes.
3. Page 37 Clarified date of expiration on part 10
4. Dates on Pages Only the date on pages 36-38 changed to reflect the one change in that
form
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WASHINGTON STATE PATROL
BREATH TEST SECTION

BREATH TEST PROGRAM POLICY AND PROCEDURE MANUAL
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WASHINGTON STATE PATROL
BREATH TEST SECTION

DATA ENTRY FOR BREATH TEST SECTION PERSONNEL
Software Version 76016

For uniformity, the following data entry codes should be used by
Breath Test Technicians and Solution Changers when running breath
tests for new solution, tests, etc. that will appear on the
database.

Simulator temp.?
Observation Began
Citation Number
Operator
Arresting Agency

Subject®s Name

Subject®s DOB
Subject®s Sex
Subject®s Ethnic Group
D.L. State/Number
County of Arrest

Crime Arrested For
Collision Involved?
Drinking Location
Batch #

PBT TEST GIVEN? (Y/N):

Y

00:00

NEW/SOLUTION, SOLUTION or TEST
Correct Name

WSP1057

NEW/SOLUTION, TEST,
TEST/"TECHNICIAN®"S OPTIONS™

00/00/00

M

U

00

00

00

N

00000000
Correct Number

N
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

PROCEDURE FOR COVPLETI NG DATAMASTER
REPAI R ADJUSTMENT FORM

The following procedure shall apply when conpleting the
Dat amast er Repair/ Adj ustment Form (209.BTS). This policy shal
apply to those repairs made to field instrunents and sinulators
and not sub-conponents thereof, which have been replaced. The
purpose is to provide guidelines for when it is to be conpleted
and the information it should contain.

1. The formis to be conpleted only by Certified Breath Test
Techni ci ans.

2. The form shall be witten clearly and concisely to allow
others to interpret the information.
3. The form needs to be conpleted only in the follow ng
situations:
A Followng the instrunment's initial Quality
Assur ance.

Repl acenent of any conponents or parts.
C. Repair to any conponents or parts.

Adj ustnment to any potentioneter that is outside of
manuf acturer's specifications.

E. Adj ustment of the clock at the instrunent that is
nmore than 20 mnutes off. (See 4-C

F. Repl acenent of sinul ator.
G Sinmul ator repairs for the foll ow ng reasons:

1. Repl acing the thernmoneter. \Wen the
thernoneter is replaced, form 209. BTS wi ||
contain the sinulator serial nunber, the
serial nunber of the thernoneter repl aced,
the serial nunber of the new thernoneter
installed and the reason the thernoneter was
replaced. |If the thernoneter is replaced
because it does not conply with the standards
outlined in the Sinulator Thernoneter
Certification Policy and Protocol, then the
magni tude and direction of deviation will be
recorded. The new installed thernmonmeter wll
have been certified according to the
Si mul ator Thernoneter Certification Policy
and Protocol.
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2. Re-cali bration of the Guth Mdel 2100
Si mul at or t hernonet er.

3. Tenperature adjustment that is outside
34°C +/- 0.2°C

4. Repairing sinulator stirring mechani sm
| nstrument Re-calibration.

O her necessary repairs or adjustnent to
restore an instrunment to proper working order.

Wen a repair is performed requiring the

formto be conpleted, a conplete breath test wll
be conducted according to the procedure outlined
in the Sinulator Solution Changing Procedure

and noted on the form \When in the discretion of
the technician the particular repair wll not

i nfluence the anal ytical performance of the
instrument (e.g., correcting the clock tinme) then
a conplete breath test is not required.

Repl acenment of any printed circuit boards wll
require checking of the electrical voltages.

4. The form shall not need to be conpleted in the follow ng
situations:

A

Prior to the instrument's initial Quality
Assur ance.

Powering the instrunment off and on to clear a
| ock-up condition.

When changing tinme to correspond to changes in
dayl i ght savings tine.

When renoving a stuck ticket when there is no
apparent problemw th the printer.

When problemis due to operator error.

ot ai ning copies of ticket for operators when
there is no apparent printer problem

When conplaint is "systemwon't zero", "printer
error", "calibration error", "radio interference",
"CRC error", etc. and the problemis corrected on
a subsequent test. A record of these situations
is preserved in the database.

When the problemis corrected over the phone wth
an operator or Sol ution Changer.
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When perform ng routine purging of the instrunent.

J. When repl aci ng sinul ator tubing.

K. When an instrunment is transferred to a permanent
trai ni ng status.

L. When replacing a normally worn or faded printer
ri bbon.

When conpleted, the original copy shall be sent to and
retained by the Wshington State Patrol, Breath Test
Section, Seattle. Copies of the formare to be kept in the
of fice of the Technician having geographical responsibility
for a particular instrunment.

A.  The exception will be when form 209.BTS is
conpleted for a Quality Assurance sinulator. In
this case, the formw ||l be retained only by the
responsi bl e technician and not sent to the Seattle
of fice.
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

REPAI RS AND/ OR ADJUSTMENTS ON DATAMASTER

| nstrunent Location Serial #

Conpl ai nt (s) Report ed:

Techni ci an Eval uati on and Acti on Taken:

Techni ci an [:] Conpl ete Breath Test
WORK BEGAN LOCATI ON OF | SERVI CE
DATE TI VE WWORK TI VE
FI ELD
LAB
FACTORY
209. BTS
5
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WASHI NGTON STATE PATRCL
BREATH TEST SECTI ON

REPAI RS AND/ OR ADJUSTMENTS ON QUALI TY ASSURANCE SI MJULATOR

Si mul at or

Locati on

Serial #

Thernoneter Serial #

Conpl ai nt (s) Report ed:

Techni ci an Eval uati on and Acti on Taken:

Techni ci an

WORK BEGAN LOCATI ON OF | SERVI CE
DATE T VE WWORK TI ME
LAB
FACTORY
210. BTS

05/ 08/ 2002



WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

DATAVASTER TECHN C AN EQUI PMENT | NVENTORY

Nane

Last Fi r st M. Pers. # Wor k Locati on

Nunber of Datamasters you are responsible for

| ndi cate the nunber (quantity) of the follow ng state-issued itens
i n your possession.

Pl astic tool box

Pliers (6")

Needl e-nose pliers (5-1/2")
Needl e-nose pliers (4-3/4")
Wre stripper (5")

D kes (4")

St ubby screwdriver (1/4" tip)

Regul ar screwdriver (8" long, 1/8" tip)
Regul ar screwdriver (8" long, 3/16" tip)
Regul ar screwdriver (8" long, 1/4" tip)
Phillips screwdriver

Crescent wrench (6")

Crescent wench (4")

Nut driver (11/32")

Nut driver (1/4")

Dat anast er key

Al'l en wrench

Soldering iron with stand

Jewel er's screwdriver or small screwdriver
Qui ck-wedge screwdri ver

Fi bergl ass screwdri ver

Digital Multi-nmeter (wwth two 5-1/2" probes)
Serial # State Tag #
| C extractor tool

Exacto knife

m ni - gr abber s

Pager #

Handhel d Radio #

Gscil |l oscope Serial # State Tag#
Digital Thernoneter Serial # State Tag#

List all other State issued tools and equi pnent

Techni cian's Signature Dat e

Si gnature of Person Checking Tools Back In Dat e

211. BTS
7 05/ 08/ 2002



WASHINGTON STATE PATROL
BREATH TEST SECTION

COMPLETING THE AFFIDAVIT WHEN DATAMASTER
NOT IN PROPER WORKING ORDER

The following shall be the policy of the Breath Test Section regarding the completion of the affidavit
(212b.BTS) when the Datamaster is not in proper working order. The completion of this form shall
be at the discretion of the Breath Test Technician in cooperation with the local courts. If completed,
it shall be in accordance with the following guidelines. This is to comply with the rule of the court
CrRLJ 6.13 subsection (C)(2).

1.

The affidavit shall be completed only after a technician performs one of the
following repairs:

a. Replace CPU Board

b. Replace Detector

c. Replace Detector Block

d. Replace Detector Board

e. Disassembly of Sample Chamber

f. Recalibration (Except when performed in association with the Quality
Assurance  Procedure)

Following one of the above listed repairs the technician must perform the
Datamaster Quality Assurance Procedure.

The affidavit shall be completed by the technician performing the quality assurance
procedure.

The date and time on the affidavit will be when the technician determines that one of
the repairs listed in part 1 above is necessary and the instrument is removed from
service.

The date and time of successful completion of the Datamaster Quality Assurance
Procedure will be recorded on the affidavit indicating when the instrument was again
in proper working order.

The paragraph indicating when the instrument was "...examined, tested and
certified..." shall be completed only if the technician performing the repair was also
the one who completed the most recent Datamaster Quality Assurance Procedure. If
not, then this section shall remain blank.
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DATAMASTER CERTIFICATION

I, , do certify under penalty of
perjury as follows:

I am employed by and am certified by the
state toxicologist by virtue of applicable regulations and

statutes.

On (date) at (time) 1 examined,
tested and certified a DataMaster instrument with serial No.
according to the methods established and approved

by the state toxicologist.

I further certify that said instrument was, on that date, in proper
working order.

Signature of Technician

Dated:

212a.BTS
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DATAMASTER CERTIFICATION

I, , do certify under penalty of
perjury as follows:

I am employed by and am certified by the
state toxicologist by virtue of applicable regulations and
statutes.

On (date) at (time) 1 examined,
tested and certified a DataMaster instrument with serial No.
according to the methods established and approved

by the state toxicologist.

I further certify that said instrument was, on that date, in proper
working order.

Signature of Technician

Dated:

State of Washington
County of

Signed and sworn to (or affirmed)
before me on by

(Signature of notary public)

Residing at

My appointment expires

212b.BTS

10
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DATAMASTER CERTIFICATION

I, , do certify under penalty of
perjury as follows:

I am employed by and am certified by the
state toxicologist by virtue of applicable regulations and
statutes.

On (date) at (time) 1 examined,
tested and certified a Data Master instrument with serial No.
according to the methods established and approved by
the state toxicologist.

I further certify that said instrument was not in proper working
order on (date) at (time).

I further certify that said instrument was repaired or corrected as
required on (date) at (time) and said
instrument was again in proper working order.

Technician

Dated:

212c.BTS

11
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

ALCO- SENSCOR 111 (PBT) CERTI FI CATI ON PROTOCOL

obtain certified 0.082 g/210L (+ 0.002) gas standards.

If wusing a Tru-Cal device, this wll deternmine the
concentration and will be the value that the PBT wll be
certified and/or calibrated to. If not using a Tru-Cal

device, refer to the altitude chart on the side of the tank
for the correct reference val ue.

Verify the PBT tenperature is between 20° and 36° C.
Push SET button. Push and hold the READ button.

The digits should go to 0.003 or less within 10 seconds. |If
the digits do not go to 0.003 or |ess, push SET, wait one
m nute and push and hold the READ button again.

Attach the nout hpiece in one of the follow ng configurations:

a. Attach the straight white tube nout hpiece to the
i nstrument receptacle.

b. Attach the straight white nout hpiece with one-way val ve
so that the air will flow in the proper direction.

Attach nout hpi ece to the gas standard source and provide the
sanple. Allow approximately three seconds of gas flow.

Push and hol d the READ button while the sanple is still being
provided. Continue to hold the READ button until the result
stabili zes.

bserve digital reading to determne if acceptably accurate.
a. If the results are within + 0.010 g/210L from the
reference value for the gas standard, the PBT is
properly calibrated and acceptably accurate and only one
test is necessary. Proceed to step 11

b. If the result is not within the acceptable limts,
proceed to step 10.
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10.

11.

12.

Cal i brating the PBT Instrunent

a. |If the result is outside + 0.010 g/210L of the reference
value, first zero the instrunent to 0.003 or |ess, then
turn the calibration screw clockw se two full turns.

b. Re-introduce the gas standard and whil e hol ding the READ
button, turn the calibration screw counter-clockw se
slowy to value on gas standard. Avoid adjusting to
bel ow t he reference gas standard val ue during this
pr ocedure.

c. Repeat steps 1 through 10 as often as necessary to
obtain results within the acceptabl e range.

d. If results followng calibration are acceptable, only
performone certified test as required in step 9. a.

e. \Were instrunents are not outside + 0.010 g/210L
technicians are authorized to make small calibration
adj ustments without first turning the calibration screw
clockwise two full turns. Following all calibration
adj ustments, a conplete test will be perforned according
to steps 1 through 9.a. outlined above.

Record Keepi ng:

a. Conplete the Alco-Sensor Il (PBT) Certification Record
b. Record results to three decimal places.

c. Note if it was necessary to calibrate the instrunent.

The PBT instruments are to be certified at |east every 6
nont hs.

13 05/ 08/ 2002



WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

ALCO- SENSOR 111 _(PBT) CERTI FI CATI ON RECORD

PBT STATE TAG

PBT SERI AL NUVMBER

Gas Gas Gas
St andard St andard St andard Recal i b.
Dat e Nunber Val ue Exp. Date Resul ts (Y/'N) Results Technici an

210. BTS 14 05/ 08/ 2002



WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

DATAMASTER CODES

DATABASE DI SPLAY

L* SYSTEM WON' T ZERO - Unable to zero detector voltage.
TEMPERATURE LOW - Sanpl e chamber tenperature falls to 45 C or bel ow.

1
2
3. TEMPERATURE HI GH - Sanpl e chanber tenperature raises to 55 C or above
5.* RADI O | NTERFERENCE - Radi o frequenci es detected.

6

FATAL SYSTEM ERROR ( ADDRESS) - Random Access Menory (RAM, Read Only Menory
(ROVM), or Peripheral Interface Adapter (PlA)
not respondi ng properly.

7.* CALI BRATI ON ERROR - Internal standard does not read within 10% of
8.* PRI NTER ERROR - Printer not respondi ng properly.
9.* RAM ERROR ( ADDRESS) - RAM checksum does not match that cal cul ated

10. PUVP ERROR - Flow detector does not detect punp operation
11. BLANK ERROR - Instrunent obtains reading greater than .003 during

12. DETECTOR OVERFLOW - Detector output exceeds the 1.999V that is readable
by the instrunents Anal og/Di gital convertor

13. FILTER ERROR - Filter solenoid not activating properly.
15. SI MULATOR QUT OF RANGE - Sinul ator readi ng outside acceptable
17. DATA MEMORY BATTERY LOW - RAM battery backup failing.

19. AMBI ENT FAIL - Ethanol or other substance detected in sanple chanber
after purge.

20. SAMPLES QUTSI DE 10%

V . | NVALI D SAMPLE
X : | NTERFERANT
* A d dat abase codes

15
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DATAVASTER
DI SCOVERY REPORT | NTERPRETATI ON GUI DE
SOFTWARE VERSI ON 76016

Col um Headi ng Meani ng
Dat e Date of the test

QosTi e Time that observation began

Qper at or Name of the instrunment operator

Ctation Ctation nunber

T A code for test type (1l=breath test,
2=supervi sor test, 9=error code)

S. Tm Si mul ator tenperature (Y=tenperature
okay, if not acceptable no record wll
be retained in database)

Agency Code for the arresting agency

DOB Subj ect's date of birth

Sex Subj ect' s sex

Race Subj ect's race

Li cense Driver's |icense nunber

Co County of arrest

Cr Crime arrested for

Acc Acci dent involved (Y=yes N=No)

Dri nkLoc Last drinking |ocation

Bat ch Si mul at or sol uti on batch nunber

| S Val ue of internal standard

BAl Nunber of attenpts for first breath test

ET1 Exhal ation tine in 0.25 second increnents

Br AC1° Result of first breath test

B1. Ti ne Time of first breath test

Sim Result of sinulator standard

S. Tinme Time of sinulator standard test

BA2 Nunber of attenpts for second breath test

ET2 Exhal ation tine in 0.25 second increnents

Br AC2° Result of second breath test

B2. Ti e Time of second breath test

PBT PBT result

Err Code for the type of error in an error record

" A leading zero and a deci mal point should be added (e.g., 88 = .088)

? There will be no |eading zeros and no decimal points (e.g., 165 = .165
and 73 = .073)
°* There will be no |eading zeros and no decimal points (e.g., 104 = .104

and 98 = .098)

16
05/ 08/ 2002



WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

FI LI NG POLI CY FOR THE BREATH TEST SECTI ON

The foll ow ng procedures describe the filing of docunents within
the Breath Test Program This will be the policy to be foll owed
by individuals wthin the programthat maintain files relative to
breath test instrunents. The intent is to provide uniformty

t hr oughout the program and ensure proper docunentation. Records
may al so be kept in electronic format capable of producing a
paper copy where appropriate. Technicians are allowed to
exerci se discretion where unique issues justify departure from
the follow ng policies.

A FI LES TO BE MAI NTAI NED

l. Evaluation file - This will include the four
page Dat amaster Eval uation Procedure (WSP-
BTS-479). This file will also include
docunentation on repairs or changes perforned
on the instrument prior to initial Quality
Assurance Procedure. This file wll only
contain fornms for instrunments eval uated prior

to 9/1/90.
2. Quality Assurance file - This file will be
kept followi ng the conpletion of an initial
il

Qual ity Assurance Procedure. This file w
not be added to if an instrunment is
transferred to a permanent training status.

This file will include the follow ng forns:
a. Al'l conpleted quality assurance
procedures - _Datamaster Quality

Assur ance Procedure (480.BTS-481. BTS).
The associ ated printout docunents shal
al so be retained but my be stored in a
separate | ocation.

b. Al'l Repairs and/or Adjustnments on
Dat amast er (209.BTS) forns.

1). Exception: If an instrunment is
assigned permanently to a training
function then repair records wll
no | onger be kept. Prior to
reinstallation in the field a

qual ity assurance procedure will be
per f or med.
17
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C. | nstrument Status Report (486. BTS).

d. Repair docunentation provided by the
manuf act ur er.
3. Affidavit file - Wien affidavits are
conpl eted in accordance with CrRLJ 6. 13,
copies shall be maintained in a file.
4. Dat abase file - Where necessary, a database

file on each instrunent will be maintai ned.
This will contain database information from
whi ch copies can be nmade for discovery

pur poses.

5. Quality Assurance Simulator File - This file
will be maintained for those sinmulators
identified for the purpose of performng
Qual ity Assurance Procedure calibrations and
t esting.

B. FORMS AND RECORDS TO BE MAI NTAI NED

1. Dat anast er Eval uation Procedure (WSP-BTS-

479) .
a. This will only apply to instrunents
eval uated prior to 9/1/90.
b. This formis to be retained in the
eval uation file.
2. Dat amaster Qual ity Assurance Procedure
(481-BTS).

a. Only conpleted forns are to be kept.

b. This formw ||l be conpleted when an
instrunment is renoved from a permanent
training status and prior to field
instal |l ati on.

C. This formw ||l be conpleted in
accordance with the procedure outlined
in Datamaster Quality Assurance

Pr ocedur e.
d. This formw |l be kept in the Quality
Assur ance file.
18
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e. The associ ated printout docunents froma
conpl eted Quality Assurance Procedure
will also be retained by the |ocal
techni ci ans and not sent to the Seattle
Breath Test Section.

Repairs And/ O Adjustnent on Dat amaster
(209. BTS).

a. This formw ||l be conpleted in
accordance with Procedure for
Conpl eti ng Dat anast er
Repai r/ Adj ust nent Form

b. The form should only specify work
performed and not opinions.

C. | nformati on should be brief and clear.

d. This formw Il only be conpleted on

instruments that have an initially
conpl eted Datamaster Quality Assurance

Pr ocedur e.

e. When different sinulators are installed
with an instrunment then this formwl|
be conpleted and will indicate
appropriate serial nunbers and State Tag
nunber .

f. This formw ||l not be kept on

instrunments that are in a pernmanent
trai ni ng status.

g. This formw |l be kept in the Quality
Assurance file.

h. This formw |l al so be used when
replacing and or re-calibrating
simul ator thernoneters.

| nstrunent Status Report (486. BTS).

a. This formw |l be kept fromthe tinme of
initial installation in a field
| ocati on.

b. When the physical |ocation of the
i nstrunment changes a notation wll be
made.

C. This formw Il not reflect changes in

si mul at ors.
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d. The original of this formw |l be kept
in the Quality Assurance file by the
t echni ci an havi ng geogr aphi cal
responsibility.

Si mul at or Sol uti on Repl acenent Record.

(482. BTS)

a. This formw ||l be maintained by the
Techni ci ans and Fi el d Support Personnel.

b. Forms will be kept for each instrunent
on which sol utions are changed.

C. The information to be recorded is self
expl anatory.

d. The breath test docunent printed at the
time of installing a new solution will also

be retained.

e. No copies of these forns are to be sent
to the Seattle Breath Test Secti on.

Si mul at or Thernoneter Certification Record
(483. BTS or 484.BTS)

a. For field simulators, form483.BTS will be
mai nt ai ned by the Technician either in a
separate notebook, file or in electronic
format. This formw |l be maintained in
association with records for the particular
Dat amaster instrunment to which the sinulator
and thernoneter are assigned.

b. For Quality Assurance sinulators, form 484. BTS
will be maintained in the Quality Assurance
Sinmulator File

C. These fornms shall be kept only by the

Techni ci an having responsibility for
the particular sinmulator and instrunent.

Affidavits

a. Datamaster Certification 212a.BTS (CrRLJ
6.13)

b. Dat amaster Certification 212b. BTS, 212c. BTS
(CrRLJ 6.13)

c. Affidavits for DOL
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d. These forns shall be kept by the
Techni ci an having responsibility for
the particular instrunent.

e. These fornms will be distributed to |ocal
courts or prosecutors as determ ned by
| ocal policy.

f. No copies of these forns are to be sent
to the Seattle Breath Test Secti on.

C FORMS AND RECORDS DI STRI BUTI ON

1. The original of record fornms Quality
Assurance Procedure (481-BTS) and Repairs
and/ or Adjustnents on Datamaster (209.BTS)
shall be sent to and retained by the Seattle
Breath Test Section.

2. Copies of all fornms addressed in this
procedure shall be kept in the office of the
Techni ci an havi ng geographi cal responsibility
for a particular instrunment.

3. The affidavits addressed in part B-7 above
are not to be sent to the Seattle Breath Test
Secti on.

4. The Seattle Breath Test Section will maintain

files as required under this policy.

D. RETENTI ON TI ME OF RECORDS

1. Al'l records addressed in this policy are to
be retained indefinitely until further
advi sed.
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

POLI CY ON RELEASE OF BREATH TEST SECTI ON RECORDS

Whenever a request for breath test discovery, with or w thout
a court order, is received by any technician, it wll be
conplied with to the fullest reasonabl e extent.

The rel ease by a breath test technician of quality assurance,
af fidavit and database records associated wth the
instrunment (s) in question is authorized.

The defendant’s nanes shall not be released to Defense
Attorneys. However, attorneys nmay observe names as per court
or der.

The Prosecutor may request the defendants nanes be incl uded.
However, the defendant's nanmes are not to be provided if the
Prosecut or does not request them

| f the request is seeking routine records (quality assurance,
mai nt enance, and database) on the instrunent, only the records

contained in the quality assurance/ nmai ntenance and dat abase
files shall be sent.

22
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

BREATH TEST SECTION PERSONNEL

I nfformati on on personnel currently qualified for the follow ng
positions is available fromthe Washington State Patrol Breath Test

Secti on:
OPERATORS
| NSTRUCTORS
TECHNI Cl ANS
SOLUTI ON CHANGERS

This is to ensure that current lists of qualified personnel are
avai | abl e.
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON
200 PROOF ETHYL ALCOHOL | NVENTORY

LOCATI ON
Recei ved Di stri but ed/ Used Bal ance
DATE (Pints) (Pints) (Pints) Initials

475. BTS
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10.

11.

12.

13.

14.

15.

WASHINGTON STATE PATROL
BREATH TEST SECTION

SUGGESTED PREDICATE QUESTIONS
FOR BREATH TEST SECTION TECHNICIANS

Please state your name and occupation.
How long have you been so employed?

Please state your educational background and any specialized training you have
received.

What are your principle duties as a Breath Testing Technician.
Are you familiar with an instrument known as the Datamaster.
What is the Datamaster?

Has the Datamaster breath testing instrument been approved by the
Washington State Toxicologist?

Are you one of the custodians of the records?

According to your records did Datamaster # successfully complete a
Quality Assurance procedure not more than one year prior to the date of the
test performed in this particular case?

What is a Quality Assurance Procedure?

Was the external standard simulator solution changed not more than 60 days
prior to the date of the test performed in this particular case?

I am showing you what has been marked as state's exhibit # . Canyou
identify this document? (Answer: A breath test document for

Datamaster # ).

After reviewing that document do you have an opinion as to the accuracy and
reliability of the test results indicated on that document?

On what do you base that opinion?
What is that opinion?
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WASHINGTON STATE PATROL
BREATH TEST SECTION

WRITTEN FORMAT FOR EXPERIMENTAL PROCEDURES

Experimental work should be properly documented in order to be of value to the reader. The
following format provides a model when reporting experimental results in the Breath Test Program.
This will help ensure consistency and uniformity in the sharing of information. Since different
experimental contexts can vary widely the following are provided for guidance only.

L Introduction - State the problem or purpose of the study.

II. Methods - Explain the equipment and steps followed in performing the study. Be
careful to detail so the experiment could be repeated by another.

III.  Results - State what the results were. List the data in tabular and graphical form if
appropriate.
IV.  Discussion - Draw conclusions about the results and its implication on breath

testing. Make applications of results to related areas.

V. Conclusions - Summarize your work. Emphasize important results and the
conclusions to be drawn.

VI.  References - May or may not be present.

26
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IIL.

WASHINGTON STATE PATROL
BREATH TEST SECTION
DATAMASTER CALIBRATION PROCEDURE

Preliminary Guidelines:

A. Use a certified ethanol solution from the State Toxicology Laboratory.

B. For the ethanol solution, use a simulator with a thermometer that has been
certified according to the Simulator Thermometer Certification Policy and
Protocol.

C. When using a given solution during calibration, the simulator inlet port should be
attached to the pump via the “Calibrate” port on the instrument and the simulator
outlet port to the breath tube.

Procedure:

A. Set the "ETHANOL CONCENTRATION" in the supervisory options to the
vapor concentration of the gas chromatograph reference value of the certified
solution. Round the four digit State Toxicology Laboratory value to three
digits.

B. Ensure that the ethanol simulator thermometer indicates 34° V 0.2° C. The water
simulator only needs to be heated and not at a specific indicated temperature.

C. Use the F1-F2 keys on the keyboard to initiate the calibration procedure.

D. Follow the displayed instructions.

1. When the display reads "BLOW WATER VAPOR", introduce water
vapor into the breath tube using a heated simulator. Push NOVOL (NV)
if necessary to accept the sample.

2. When the display reads "BLOW ETHANOL", introduce the known
ethanol solution vapor into the breath tube until a stable reading is
obtained. Push NOVOL (NV) to accept the sample if necessary.

E. Printout and examine the CAL factors and retain the breath test document.

F. Record the solution batch number used on the Quality Assurance Procedure
report form (481.BTS).

G. The technician shall be allowed to perform the calibration procedure as often as

they determine to be necessary in order to achieve optimum instrument
performance. Only the final breath test document needs to be retained.
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WASHINGTON STATE PATROL
BREATH TEST SECTION

DATAMASTER QUALITY ASSURANCE PROCEDURE
SOFTWARE VERSION 76016

The quality assurance procedure described below is to be completed on instruments having software
versions beginning with 76016 and including one of several possible extensions. This procedure is
to be completed in the following circumstances:

1. Prior to an instrument being installed in the field for evidentiary use.

2. After replacing any of the following components and prior to being
placed back into the field for evidentiary use:

a. Central Processing Unit (CPU) Board
b. Infrared Detector
C. Infrared Detector Block
d. Infrared Detector Board
e. Software

3. After disassembly and then reassembly of sample chamber.

4. If instrument requires recalibration for any reason.

5. At least once every year.

L. Procedure: The following is to be performed or personally observed by each individual

testing the instrument.
A. Electrical Checks
I. Sample Chamber Control Board
I. Version #101226
a. Flow Detector

-Place black voltmeter lead on TP5

-Place red voltmeter lead on bottom of R28

-Adjust R26 to 0.200 (+/- 0.005) VDC

-Move red lead to TP2

-Adjust R29 to 1.30 (+/- 0.010) VDC

-Move red lead back to bottom of R28

-Adjust R26 to 0.020 (+/- 0.010) VDC

(This should be double checked when instrument fully warm)
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Sample Threshold

-Leave black voltmeter lead on TP5
-Place red voltmeter lead on TP1
-Adjust R34 to 2.40 (+/- 0.10) VDC

II. Sample Conrol Board (Version #41625)

a.

Breath Volume Circuit

-Place black voltmeter lead on TP5
-Place red voltmeter lead on TP8
-Adjust R26 to 0.200 (+/- 0.005) VDC
-Move red lead to TP2
-Adjust R29 for 1.30 (+/- 0.05) VDC
-Move red lead back to TP8
-Adjust R26 to 0.020 (+/- 0.010) VDC
(This should be double checked when instrument fully warm)

Sample Threshold
-Leave black voltmeter lead on TP5

-Place red voltmeter lead on TP1
-Adjust R34 to 2.40 (+/- 0.10) VDC

Detector Board: (Test Point 4 ground).

a.

Infrared Detector Cooler:

1. Test Point 1: Adjust R4 to voltage indicated on tag
attached to cable coming from J37 on Detector Board
(+.01) VDC.

2. If the tag listing the cooler voltage is not present, or of the

detector is replaced perform the following: Turn the
instrument off and let it cool down to room temperature
(approximately 30 minutes). Turn the instrument on and
place voltmeter across R26 on Detector Board. Adjust R4
for .475 (+.010) VDC. Recheck voltage at Test Point 1.
and notate this voltage as the new Detector Cooler
voltage.

Detector Bias.

1. Top of R45 or TP13 depending on board version:
120.0 (£0.5) VDC: Adjust R1
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3. Sample Chamber Control Board:
a. IR Source Intensity
1. Activate MTR on keyboard so the Detector voltage is
displayed. Adjust R16 on the Sample Control Board for a
displayed detector voltage of 0.000 (+.100) VDC.
4. CPU Board: (Test point 0, or lower left corner pad is ground)
a. Analog-to-Digital Converter Reference
1. Test Point 2 or U29 pin 2: 2.00(+.01) VDC: Adjust R37
5. Radio Frequency Interference (RFI) threshold: (Top of R8 ground)
a. Antenna must be installed.
b. Activate MTR on keyboard
C. Left side of L2. If reading is 4-6 VDC, adjust R18 clockwise
(CW) toread 0-1 VDC. Ifreading is at 0-1 VDC, adjust R18
counter clockwise (CCW) to read 4-6 VDC. When R18 turning
point is reached, turn R18 [ to 1 turn clockwise. When the
voltage is between 4-6 VDC the MTR should display "RADIO
INTERFERENCE".

Calibrate the instrument according to Datamaster Calibration Procedure. Record
the batch number of the solution used on the Quality Assurance form 481.BTS.

Perform steps D - M below for each of the four solution levels (0.04, 0.08,
0.10, 0.15).

Fill simulator jar with certified ethanol solution prepared and tested at the State
Toxicology Laboratory. Attach jar to simulator and turn on simulator.

Set alcohol display to "ON"
Set the supervisory test option for ten tests.
Set keyboard and data collection to "OFF".
Simulator check to "OFF".

Sample Check to "OFF".
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J. Verify that the simulators used have thermometers which have been
certified according to the Simulator Thermometer Certification Policy
and Protocol. Verify that the thermometer indicates that the
temperature of the simulator solution is 34 + 0.2C. Initial the front
side of Breath Test Document.

K. Insert the document and push "SUP".

L. When the ten tests are completed verify the simulator thermometer indicates the
temperature of the solution is 34° + 0.2 C, initial and retain the
breath test document.

M. Calculate the mean and standard deviation of the ten measurements using the
three-digit value printed for each test. The mean and standard deviation should
both be rounded to and reported to four decimal places.

1. Determine if results meet test for precision (coefficient of variation)
using the formula:

Standard Deviation X 100 < 3.00%.
mean

2. Determine if results meet test for accuracy using the formula:

Mean - Reference Value X 100 = within + 5.00% inclusive.
Reference Value

a. The Reference Value is to be determined by dividing the four
digit mean value received from the State Toxicology Laboratory
by 1.23.
b. The Reference Value is to be rounded to four digits.
3. The Accuracy % and CV% should both be rounded and reported to two

decimal places.
N. Complete Breath Test

Set Alcohol Display to "OFF". Set supervisory test to One. Set
keyboard, Simulator Check, and Sample Check to "ON".
Conduct a complete breath test on the instrument using a live
subject with an alcohol free breath sample. Use a simulator
containing approximately 0.080 g/210L solution. Retain

the Breath Test Document.
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Interferant Detector Test

I. Add approximately 0.5 ml of acetone to a simulator containing an
approximate 0.08 g/210 L solution.

2. Verify the simulator thermometer indicates the temperature is
34° + 0.2 and conduct one supervisory test.

3. Verify that the instrument displays "INTERFERENCE DETECTED".
4. Push copy key and retain printout copy.
Filter Error
1. Using a simulator in the SUP mode, prevent the Acetone filter
from going into place. The instrument should stop the test and

display "FILTER ERROR" on the display.

2. Push copy key and retain printout copy.

Mouth Alcohol Test
1. Set instrument up to perform a breath test. (with keyboard off)
2. A human subject is to exhale into instrument during the "PLEASE

BLOW?" phase shortly after rinsing the mouth and expelling a
liquid containing 4 - 40 % by volume of ethyl alcohol.

3. Verify that instrument displays "INVALID SAMPLE".
4. Push copy key and retain printout copy.

Radio Frequency Interference (RFI) Detector Test.

1. Set the instrument up to display "PLEASE BLOW".

2. Transmit a hand held (portable) police radio in the proximity of the
instrument.

3. Verify that instrument displays "RADIO INTERFERENCE".
4. Push copy key and retain printout copy.

Perform a Diagnostic Test and retain the breath test document.
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II.

I1I.

Quality Assurance form 481.BTS shall be completed and signed when steps A-S
have been successfully performed as described. The original completed
form will be sent to the Seattle office and a copy retained locally.

The entire Quality Assurance Procedure shall be repeated if one of the following
conditions exist during the Quality Assurance procedure:

1. Readjustment of voltages that are outside of tolerances are necessary
prior to completing the Quality Assurance Procedure.

2. Any replacement of parts or components are necessary prior to
completing the Quality Assurance Procedure

Equipment and Supplies

A.

L.

T o = m o 0

Certified simulator solutions prepared and tested at the Washington State
Toxicology Laboratory.

Guth Model 34C or Guth Model 2100 simulator(s) containing thermometers that
have been certified within the past calendar year according to Simulator
Thermometer Certification Policy and Protocol.

Breath test documents.

DataMaster instrument.

Acetone.

Liquid containing ethyl alcohol.

Hand held/portable police radio.

Quality Assurance form 481.BTS.

Repair form 209.BTS.

When re-installing the instrument in the field, complete the following:

A.

Employ the RESET OPTIONS and CLEAR MEMORY functions with the
F1/F2 keys

Ensure the simulator standard is set to 0.080 +/- 0.008.

Ensure the INTERFERENCE level is set to 0.010
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Statement of State Toxicologist

In my role as the State Toxicologist and by my authority outlined.i

above quality assurance procedure to be proper for periodic conf
and proper working order of Datamaster instruments. Further,
follow these procedures.

CW 46.61.506, I recognize the
ion of the accuracy, precision
Datamaster Technicians to

Ba . Logan, Ph.D.
State/Toxicologist

S IR |zeez
Date
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|Office use only
WASHINGTON STATE PATROL BREATH TEST SECTION
DATAMASTER QUALITY ASSURANCE PROCEDURE
SOFTWARE VERSION 76016

Instrument serial # Date
A. Electrical Checks C. Simulator Ethanol Tests (Guth Model 34C or 2100)
within tolerance:
Conc. 0.04 0.08 0.10 0.15
1.a)
St. Ref. Value
1.b)
Soln. Batch #
2.a)
Simulator #
2.b)
Simulator Thermometer#
3 - - - -
4.) - - - -
5.) - - - -
B. Calibration: Batch #
Simulator #
Simulator Thermometer#
J. Sim. Therm/Temp:34E(+/-.2)C
M.1 Accurate (+/- 5.00%) Mean
M.2 Precise (+/- 3.00%) SD
N. Complete Breath Test Accuracy%
0. Interferant Test CV%
P. Filter Error R. RFI Test
Q. Mouth Alcohol Test S. Diagnostic Test
A check mark indicates successful completion of the test, or compliance with _
Datamaster Quality Assurance Protocol. 1 swear under penalty of perjury that in
regards to the above listed instrument, 1 have complied with the DataMaster

Quality Assurance Procedure (dated:05/08/2002)approved by the Washington State
Toxicologist.

481 .BTS
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WASHINGTON STATE PATROL
BREATH TEST SECTION

SIMULATOR SOLUTION CHANGING PROCEDURE

The following procedure shall apply to the Datamaster when changing simulator solutions or installing
new instruments. The simulator solution is known as the External Standard.

RESPONSIBILITIES:

1. Only trained personnel shall change simulator solutions.

2. Trained personnel shall be responsible for monitoring and changing simulator solutions
as necessary.

3. Solution measurements can be monitored through the host computer or by completing a
supervisor test.

SOLUTION SUPPLY:

1. Simulator solutions for field use are to be prepared only at the State Toxicology
Laboratory.

2. Solutions are available from the State Toxicology Laboratory.
3. Responsible personnel should maintain an adequate supply.

4. Only solutions contained within a sealed container including evidence tape and batch
number are to be used.

WHEN TO CHANGE SOLUTIONS:

1. Solutions shall be changed at least every 60 days regardless of number of tests or
measurement value.

2. The simulator solution shall have an expiration date of one calendar year following the
date of its preparation.

3.  When the Datamaster instrument is removed from the facility for Quality Assurance or
for repair and then re-installed.
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SIMULATOR SOLUTION CHANGE PROTOCOL

1.

10.

Turn off and disconnect simulator.

Discard old solution.

Dry the simulator tubing by removing excess moisture, replace tubing if necessary.

Check the instrument simulator ports for obvious excess moisture and dry if necessary.

The outlet tubing from the simulator should be kept as short as possible.

Ensure simulator elements and jar are clean and dry, pour contents

of plastic bottle into jar, remove previous label from simulator jar,

tighten jar to simulator, remove label from plastic bottle and attach

to simulator jar.

Re-attach simulator, turn on, and secure in stand.

Ensure that the thermometer indicates the correct temperature of:

34C +0.2C (10 to 15 minutes).

Adjust potentiometer if necessary (CW-Cooler, CCW-Warmer).

Ensure that the power and heater lamps are working properly.

Run one complete breath test entering data according to the steps outlined in Data Entry

For Breath Test Section Personnel. When instrument displays "PLEASE BLOW" attempt to
suck back on breath tube and ensure there is a good seal. Provide two breath samples. Ensure
that a correct result of 0.072 to 0.088 inclusive External Standard Result is obtained. Record the
three digit result appearing on the breath test document.

Keep the evidence document of the completed test. Complete the form entitled "Simulator

Solution Replacement Record" (482.BTS). The expiration date is one calendar year following the
date appearing on the solution bottle.
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SIMULATOR SOLUTION CHANGE PROCEDURE CONT.

ADDITIONAL.:

1. Ensure that the instrument has adequate supplies: mouthpieces, evidence documents, DUI
arrest forms, code book.

2. Ensure breath tube is warm.

3. Check date and time and adjust if necessary.

4. Check RFI antenna and phone connections.

5. Replace "Drinking Location Codes" in code book with updates from the Liquor Control

Board.

Statement of State Toxicologist

In my role as the State Toxicologist and by my authority outlined in RCW 46.61.506, I recognize the
above simulator solution changing procedure to be proper for chang simulator solution on
DataMaster instruments. Further, I direct DataMaster solution change ollow these procedures.

Ba . Ifbgan, Ph.D
State ToXicologist

S % |zeez

Date

38
05/08/2002



WASHINGTON STATE PATROL
BREATH TEST SECTI ON
DATAMASTER SI MULATOR SOLUTI ON REPLACEMENT RECORD

SERI AL #

LOCATI ON

Si mul ator Batch Exp. Tenp. Resul ts
DATE Serial # Nunber Dat e Correct (.072 -.088) Technician

482. BTS

39
05/ 08/ 2002



II.

Policy

WASHINGTON STATE PATROL
BREATH TEST SECTION

SIMULATOR THERMOMETER CERTIFICATION

POLICY AND PROTOCOL

All Guth Model 34C or Guth Model 2100 simulators used during the performance
of field evidentiary tests or used for Quality Assurance Procedures are to use a
thermometer that has been certified for accuracy at least once per calendar year.
Thermometers found to be acceptably accurate according to the following
protocol are deemed to have been correct during the previous year and capable of
providing accurate temperature measurements for another calendar year.

Thermometers shall be initially certified according to the following protocol within

one year of June 27, 2000.

Protocol

A.

B.

Have the mercury thermometer to be tested placed in a fully warm and

equilibrated Guth Model 34C simulator.

Install the standard reference thermometer probe in the same simulator in the

location designed for this purpose. For the Guth Model 2100, place the probe

within the same Guth Model 2100 simulator being evaluated.

Ensure that the temperatures of both the tested thermometer and the standard

reference thermometer have stabilized.

Ensure the tested thermometer indicates a temperature within + 0.1°C inclusive of

the standard reference thermometer. Record the fully displayed standard

reference thermometer results (including all digits) on the record form (483.BTS

or 484.BTS). Record also the result indicated on the mercury thermometer to the

second decimal place which will have to be estimated.

If the thermometer results are acceptable, record "Yes" on the thermometer check

record form (483.BTS or 484.BTS).

If the thermometer results are not acceptable record "No" on the thermometer

check form (483.BTS or 484.BTS). Depending on the type of thermometer, one

of the following steps may be followed:

1. Mercury thermometer: check for separation of mercury and attempt to correct

2. Digital thermometer: re-calibrate the thermometer

3. After performing one of these steps, complete again the test protocol outlined
above

Retain the forms 483.BTS and 484.BTS in the appropriate files as outlined in the

Filing Policy for the Breath Test Section. Forms 483.BTS and 484.BTS are to be

kept by the local responsible technician only.

If the thermometer does not comply with the standards outlined above then a new

thermometer will be installed (in the case of the mercury thermometer) or

re-calibrated (in the case of the digital simulator) and a repair record

(form 209.BTS) will be completed. The new thermometer will be certified as

outlined in this policy above.
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WASHINGTON STATE PATROL
BREATH TEST SECTION

FIELD SIMULATOR THERMOMETER CERTIFICATION RECORD

DATAMASTER SERIAL #

Simulator Reference Simulator Reference Temperature Simulator
DATE Thermometer  Thermometer Thermometer Thermometer P Acceptable Location . Technician
. . Difference Serial #
Serial # Serial # Temperature Temperature
483. BTS

41
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WASHINGTON STATE PATROL
BREATH TEST SECTI ON

QUALI TY ASSURANCE SI MULATOR THERMOVETER CERTI FI CATI ON RECORD

SI MULATOR SERI AL #

Simulator Reference Simulator Reference
Thermometer | Thermometer | Thermometer Thermometer Temperature Simulator Technician
DATE Serial # Serial # Temperature Temperature Difference Acceptable Location Serial #
484. BTS
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

DATAMASTER | NSTALLATI ON FORM

Since the context of every instrunment installation may vary
widely, the following is a guide only for technicians to help
ensure a thorough and conplete installation.

Install ati on date / / Ti me

Locati on

DEDI CATED LI NE PHONE NUMBER ( ) - ( ) - (

Agency phone nunber near Datanmaster _( ) - ( ) - (

Cont act at agency

Date of Last Quality Assurance

|tens needed for installation:

Serial # State Tag #

1) _ Datamaster..............

2) _Simulator...............

3) _ _Power cord

4) _ Breath Tube

5) _ RFI Antenna

6) __ Screwdriver

7) __Tel ephone/ nodem connecting cord

8) _ Tubing for simulator

9) _ Quick-connect for sinulator

10) _ Simulator stand if necessary

11) _ Sol ution w batch nunber

12) _ Evidence ticket packets

13) _ DU Arrest Form Packet

14) _ Case Report/Wtness/ Suspect Statenent

15) _ Mout hpi eces

16) _ Informational Signs

17) _ Codebook

18) _ Current Datamaster |Information Book

19) _ Ensure state tag nunbers for Datanaster and sinul ator
are affixed.

20) _ Check nobdem communi cation at office or at field |ocation.

At installation:

21) _ Use function keys and set/advance keys to set options and
set time to WP radi o tine.
22) _ Run breath test with "new solution" as subject.

Instal |l ed by

485. BTS
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON
DATAMASTER STATUS REPORT

DATAMASTER SERI AL NUMBER

Servi ce
St at us Locati on Dat e Ti me Conmment s

486. BTS
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WASHI NGTON STATE PATROL
BREATH TEST SECTI ON

WAC RULE CALCULATI ONS FOR DUPLI CATE BREATH ALCOHOL RESULTS

For Three Digit Results

Pursuant to WAC 448-13-060, a valid breath test is presuned if
the result of each neasurenent is within plus or mnus ten
percent (10% of the average of the two neasurenents.

CALCULATI ON

1. Determ ne the average of the two values. Add the two
results together and divide the sumby two. This will give
you the average of the two val ues. (use 4 deci mal pl aces)

2. Determ ne the | owest acceptable value by multiplying the
aver age val ue obtai ned above by 0.9, truncate to 3 pl aces.

3. Det erm ne the highest acceptable value by nmultiplying the
average val ue obtained in #1 above by 1.1, truncate to 3
pl aces.

SUMVARY

First Result + Second Result
Aver age Val ue = 2

Average Value X 0.9 = Low Limt (truncate to 3 deci mal pl aces)

Average Value X 1.1 = High Limt (truncate to 3 decinmal places)

The range fromthe lowto the high limt nust include both sanple
results if the test is to be presuned valid as defined in the
Washi ngt on Admi ni strative Code.

EXAMPLE
First breath sanple result: . 155
Second breath sanple result: .181
.155 + .181 . 336
Aver age Val ue = 2 = 2 = .1680
Low Limt = .1680 X 0.9 = .1512 = Truncate to .151
Hgh Limt = .1680 X 1.1 = .1848 = Truncate to .184

Since both breath sanple results are in the range from.I51 to
.184, the test is presuned valid as defined by the WAC.
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DATAMASTER HELPSFOR DISPLAYED MESSAGES

INVALID SAMPLE

Check Mouth, wait 15 minutes, try one or more tests and
then call WSP if fails. TAG instrument "Out of Service"

AMBIENT FAIL

Check for odors, check to see if mouth piece is removed,
try one or more tests and then call WSP if fails. TAG

SYSTEM WON'T ZERO

Unable to zero detector voltage. Try one or more tests and
then call WSP if fails. TAG

DETECTOR OVERFLOW

Try one or more tests and then call WSP if fails. TAG

RADIO INTERFERENCE

Radio transmission detected, remove source, rerun test.

CALIBRATION ERROR

Try one or more tests and then call WSP if fails. TAG

INTERFERENCE
DETECTED

Try one more test, if interference is noted on the second
test, request blood sample under implied consent.

SAMPLES OUTSIDE 10%

Try one or more tests. Coach the subject to provide
similar samples to the instrument.

SIMULATOR OUT OF
RANGE

Simulator reading outside of .072-.088 inclusive limits.
Call WSP and TAG the instrument out of service. Go to
another instrument to perform the test.

PRINTER ERROR

Call WSP, TAG the instrument out of service. Go to
another instrument.

JAMMED/ILLEGIBLE
DOCUMENT™

Printer not performing properly. Call WSP, TAG the
instrument out of service. Do not press RUN.

BLANK ERROR

Try one or more tests and then call WSP if fails. TAG

FILTER ERROR

Try one or more tests and then call WSP if fails. TAG

TEMPERATURE LOW

Out of service, call WSP and TAG

TEMPERATURE HIGH

Out of service, call WSP and TAG

FATAL SYSTEM ERROR

Out of service, call WSP and TAG

RAM ERROR

Out of service, call WSP and TAG

PUMP ERROR

Out of service, call WSP and TAG

DATA MEMORY
BATTERY LOW

EXTERNAL STANDARD
TEMPERATURE

OUT OF SERVICE

Out of service, call WSP and TAG

The simulator temperature must be within 0.2 (two lines
above or below) of 34 degrees C.

Call WSP at and advise specific
problem, serial number and TAG out of service.

" These are guidelines only, not mandatory, qualified operators may use discretion

" Will not be a displayed message
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